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Great Lakes Dredge & Dock Company, LLC.
Daily Water Quality Monitoring Report

Site Information

Report Summary

Project: Lower Passaic River Study Area, RM 10.9 Content: 6/10/2013 Daily WQ Report

Site: Lyndhurst, NJ

Author: MDR

Device Profile:

Site Description:

-6589 fast-response pH sensor

-6136 turbidity sensor w/ self-cleaning wiper

NexSens CB-400S coastal data buoy Buoy 1: Downriver background, 5.0' monitor depth
NexSens SDL500C data logger w/cell modem teiemetry Buoy 2: Downriver monitoring, 5.0' monitor depth
YSI 6920 sonde w/temperature sensor Buoy 3: Upriver monitoring, 5.5' monitor depth

Buoy 4: Upriver background, 7.0' monitor depth

Report Notes:

Weather
-Temp: 62-71F
-Wind: 2MPH ()
-Sky:cloudy
Tides

-5:15 low 0.1"
-10:36 high 5.4'
-17:08 low 0.7
-22:26 high 6.2’

-Dredging Stations: N/A
-Work Start/Stop Time: N/A

Sampling Period: 0:00-23:59, 15 min. intervals
Sampling Team: Mike Regan, Joe Miler

Construction Activities: None (pre-mobilization)

Buoys 1 & 2 deployed 5/30/13, buoys 3 & 4 deployed 5/31/13
pH and turbidity calibrations performed on 5/21/13 by Fondriest Environmental
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Statistical Summary
Parameter Samples Avg Max Min Std
SDL500C
Turbidity+ (NTU+ ) |96 26.94 84.20 8.70 12.19
06/10/2013 06/10/2013
11:30:00 AM 9:30:00 AM
Turbidity+ (NTU+ ) 96 19.32 30.10 7.10 7.21
06/10/2013 06/10/2013
5:30:00 PM 9:00:00 AM
Turbidity+ (NTU+ ) 96 15.40 21.90 7.00 4.33
06/10/2013 06/10/2013
4:45:00 PM 8:30:00 AM
Turbidity+ (NTU+ ) |96 15.13 21.70 7.90 4.23
06/10/2013 06/10/2013
4:30:00 AM 9:15:00 AM
pH 96 7.48 7.56 7.32 0.06
06/10/2013 06/10/2013
1:30:00 AM 8:15:00 PM
pH 96 7.54 7.59 7.50 0.02
06/10/2013 06/10/2013
1:15:00 AM 11:15:00 PM
pH 96 7.48 7.54 7.42 0.03
06/10/2013 06/10/2013
1:15:00 AM 8:15:00 AM
pH 96 7.50 7.55 7.45 0.03
06/10/2013 06/10/2013
12:00:00 AM 11:45:00 PM
Temperature (F ) 96 67.62 68.47 67.06 0.42
06/10/2013 06/10/2013
12:00:00 AM 12:45:00 PM
Temperature (F ) 96 67.58 68.45 66.96 0.44
06/10/2013 06/10/2013
12:00:00 AM 12:00:00 PM
Temperature (F ) 96 67.58 68.48 66.97 0.46
06/10/2013 06/10/2013
12:00:00 AM 11:15:00 AM
Temperature (F ) 96 67.50 68.42 66.86 0.47
06/10/2013 06/10/2013
12:00:00 AM 9:00:00 AM
Battery (V) 96 13.4 14.4 13.0 0.4
06/10/2013 06/10/2013
9:45:00 AM 5:30:00 AM
Battery (V) 96 13.6 14.7 13.2 0.5
06/10/2013 06/10/2013
10:00:00 AM 3:00:00 AM
Battery (V) 96 13.9 15.0 13.5 0.5
06/10/2013 06/10/2013
2:30:00 PM 1:30:00 AM
Battery (V) 96 13.7 14.8 13.3 0.5
06/10/2013 06/10/2013
1:45:00 PM 1:15:00 AM
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Buoy 1 - Turbidity

Great Lakes Dredge & Dock Company, L.L.C.
Daily Water Quality Monitoring Report
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Buoy 3 - Turbidity

Page 2 0of 6

FOIA_07123_0004071_0005

6/10/13
18:00

6/10/13
12:00

Date

6/10/13

06:00
Powered by NexSens iChar®Software

6/10/13
00:00

........................ v\\ e SN R SO S NS N S N SN U SR 1 N S N N |
T o T o
[N o] [N o]
0 0
|||||||||||||||||||||||||||||||| o (O e e e o s e e e e e fy e (S JERPRPY REVHVAY SIS [T SRR S R S— -
nnnnnnnnnnnnnnnnnnnnnnnnnnnnnnnn Sy e b b s o s s o e b e e o s
=
nnnnnnnnnnnnnnnnnnnnnnnnnnnnnnnn ) Ke; [N AU RN NN NN SR NN 0 R R T [ U U T RN PR NN A
To o To o3
OO ] OO '
paoV| - MZ
|||||||||||||||||||||||||||||| -G e R R T SRTEE B T et SRRl - JENURE NNV RN ERSRPS R R N ——
..a.a. 1 ..a.a. >
................................ a DS FEVUNUN SNV NN SR SUNUNY VNN SN S I a Q it i o]
- 5
(o] om
................................. = S TR WA SRS RO SO SO SR S 1 [N SN SR N N SN S .
om
......................... R.\s R T/ UG, SRV RPN EUUGUON SOV U SO MR T UGS, NSV AU ¥ SN SN SN RUNON. S
T o T o
395 395
Z© Z©
|||||||||||||||||||||||||||||| e OO s e o o e s e (D O e . e e o e s s e e s e
IIIIIIIIIIIIIIIIIIIIIIIIIIIIIIII [+p] [ R . S, . SUSHUUNY. . N A—— [+p] [ NV [ IO U R R B
T o T o
0o 0o
o o
[{eX @] [{eX @]
o o < f) f) o o < f) f) oy feel P fted uy
feel fie) = o~ feel fie) = o~
{ +nIN) +Aupung ~BAy 0005708 { +nIN) +Aupung ~BAy 0005708 Hd — By 0005708

Tuesday, June 11, 2013 10:54




Buoy 2 - pH
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Buoy 2 - Water Temperature
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Buoy 1 - Water Temperature
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Buoy 3 - Water Temperature
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Buoy 4 - Water Temperature
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Buoy 1 - Battery Voltage
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Buoy 2 - Battery Voltage

18

{ A) Asegeg - Bay 000570S

=5
-

o
-

j=l
=

6/10/13 6/10/13 6/10/13
12:00 18:00

06:00

6/10/13
00:00

Date

Page 50f6

Powered by NexSens iChar®Software

Tuesday, June 11, 2013 10:54

FOIA_07123_0004071_0008



Buoy 3 - Battery Voltage
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